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Two-photon microscopy is often performed at slow frame rates due to the need to serially 
scan all points in a field of view with a single laser beam. To overcome this problem, we have 
developed two optical methods that split and multiplex a laser beam across the sample. In the 
first method a diffractive optical element (DOE) generates a fixed number of beamlets that 
are scanned in parallel resulting in a corresponding increase in speed or in signal-to-noise ratio 
in time-lapse measurements. The second method uses a computer-controlled spatial light 
modulator (SLM) to generate any arbitrary spatio-temporal light pattern. With an SLM one 
can image or photostimulate any predefined region of the image such as neurons or dendritic 
spines. In addition, SLMs can be used to mimic a large number of optical transfer functions 
including light path corrections as adaptive optics.
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We review here our recent efforts (Nikolenko et al., 
2008; Watson et al., 2009) to improve two-photon 
microscopic imaging. These efforts focus on the 
use of multiple beamlets and seek to better uti-
lize the power available from lasers to improve 
imaging speed, signal-to-noise ratio and flexibility. 
While our motivation was to utilize two-photon 
microscopy to better understand how neurons and 
neuronal circuits contribute to brain function, the 
methods here are applicable beyond that specific 
question. In this focused review we concentrate on 
these approaches and their context, but we do not 
intend to review comprehensively other fast imag-
ing techniques. For that purpose, we refer readers 
to recent general reviews of the field (Saggau, 2006; 
Grewe and Helmchen, 2009).
Early approachEs to imaging of 
nEuronal activity
Calcium indicator dyes have led to the advent of 
time lapse microscopic techniques for the study 
of neuronal and neural circuit function (Tsien, 
1981; Grynkiewicz et al., 1985). After loading these 
dyes into populations of neurons, experimenters 
are able to measure action potential generation in 
neuronal ensembles via their fluorescence (Yuste 
and Katz, 1991; Smetters et al., 1999; Goldberg 
and Yuste, 2009). Such imaging was initially per-
formed using wide-field excitation, that is, simply 
bathing the whole field of view in large amounts 
of excitation light and imaging fluorescent emis-
sion with a camera as a detector (Yuste and Katz, 
1991; Smetters et al., 1999). This is straightforward 
and easy to instantiate but provides limited spatial 
resolution of imaging, especially in the direction 
parallel to the optical axis (axial or Z-resolution 
as referred later).
To overcome this problem, one can use confo-
cal microscopy – a method wherein a pinhole in 
front of the detector improves the axial resolu-
tion of detection (White et al., 1987). Confocal 
microscopy traditionally relied on raster scanning 
a single excitation beam progressively across all 
points in the sample. This scanning process lim-
its imaging to ∼0.2–1 s per frame for the major-
ity  of  commercial  systems.  To  increase  speed, 
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the   confocal spinning disk with camera-based 
detection was developed (Nipkow, 1885; Egger 
and Petran, 1967). In this system, the imaging 
process is parallelized: multiple beamlets (each 
with  an  individual  imaging  pinhole)  scan  the 
sample at the same time, thus reducing the time 
necessary to scan whole field of view. The modern 
instantiations of this system allow for imaging at 
relatively high speeds (30 Hz or more) and are 
well suited to many basic imaging experiments 
in vitro (Ikegaya et al., 2004).
All of these methods use linear (one-photon) 
absorption of excitation light and suffer from 
significant photobleaching rendering the fluoro-
phore less fluorescent over time. This limits the 
total amount of time one can image a particular 
sample, therefore limiting experimental flexibility 
as well as data yields. Beyond photobleaching, the 
excitation light in one-photon systems is typi-
cally in UV or visible part of spectrum – i.e. at a 
wavelength that is easily absorbed and scattered 
by tissue decreasing the resolution and power of 
incident light. 
two-photon microscopy – singlE bEam 
mEthods
Two-photon imaging was developed partly as a 
response to these challenges (Denk et al., 1990). In 
this system, fluorophores are excited by absorption 
of a pair of photons each with wavelength double 
that of a photon capable of individually exciting 
a given fluorophore alone. Only at a very small 
(roughly 1 cubic micron) region surrounding the 
exact point of focus is light effectively absorbed 
to fully excite   fluorescence. Thus, the non-linear 
absorption of light naturally provides axial resolu-
tion. This therefore limits photobleaching as well as 
any possible photodamage to points where the sig-
nal is acquired from. Two-photon imaging allows 
high spatial resolution imaging deep into tissues, 
including in vivo imaging in the mammalian brain 
(Denk et al., 1994), and also provides a means by 
which to carry out photochemical manipulations 
of cells and circuits (Denk, 1994).
Time  lapse  imaging  using  two-photon  sys-
tems has traditionally relied on the same serial 
scanning as confocal imaging has and therefore 
suffers from the same time limitations on signal 
acquisition. While faster scanning regimes (as dis-
cussed below) represent a simple and common 
approach to this problem, such approaches reduce 
dwell time per pixel and can compromise signal-
to-noise ratio. Furthermore, simply increasing 
excitation  power  is  frequently  not  an  option 
because above a certain intensity chromophore 
saturation  and  biological  tissue  photodamage 
occur. Consequently many experimenters use a 
laser power just below the photodamage and/or 
chromophore saturation threshold to maximize 
signal without inducing damage. In some cases 
this means much of the available laser power is 
not used, though in deep tissue imaging this is 
often not the case since more power must be used 
to overcome scattering.
pulsE splitting
A few methods aimed at improving two-photon 
imaging utilize on alteration of the excitation beam 
itself. Of these, the technique of splitting ultrafast 
pulses in time by increasing repetition frequency 
(Ji et al., 2008) stands out and allows application 
of greater total laser power to the sample without 
oversaturation or photodamage. Pulse splitting uti-
lizes a beam splitter with delaying mirrors to split 
each laser pulse into two smaller pulses. Each new 
pulse excites one quarter the fluorescence photons 
excited by the original pulse (the two-photon fluo-
rescence process is proportional to square of excita-
tion power), but there are twice as many of pulses, 
so without a change in the laser output power, this 
system creates half as much total excitation. On 
the other hand, by increasing the laser power, one 
can induce more total excitation and greater signal 
without crossing damage thresholds or saturating 
chromophores. This is true since one may double 
laser output to render each new pulse as powerful 
as the original pulse but there remain twice as many 
pulses (as long as the interpulse interval is suffi-
cient to allow molecules of fluorophore to physi-
cally relax, this has not been a problem in practice, 
given that fluorescence lifetime of typical dyes is in 
0.5–20 ns range). This approach of changing the 
properties of the laser beam itself may be combined 
with other methods discussed below.
EnhancEd scanning mEthods
We and others have concentrated on optimizing 
the scanning aspects of two-photon microscopy. 
Traditionally “frames” in a time lapse movie were 
created by scanning the focused laser across the 
microscopic field in a series of parallel lines. The 
scanning occurred by control of the angle of the 
laser  path  using  galvanometer  mirrors  which 
pivot about fixed axes. Resonant mirror systems 
have gained some favor since they allow for very 
high speed (up to several KHz) scanning in one axis 
for faster scanning of each line in the image (Tsien, 
1995). This technology is based on galvanometer 
mirrors that resonantly sweep back-and-forth at 
a fixed frequency when activated and can produce 
very nice full frame scanning results (Rochefort 
et al., 2009), though it does not allow for flex-
ibility in how the scanners are used, restricting at 
least one axis to linear back-and-forth scanning. 
Calcium indicator dye
Fluorescent molecule which binds to 
calcium and whose fluorescence 
spectrum is altered by whether or not it 
is bound to calcium. By monitoring 
fluorescence of a population of these 
molecules it is possible to assess changes 
in calcium concentration in a 
compartment, such as a cell. “Calcium 
imaging” is imaging utilizing a calcium 
indicator dye and can be used to detect 
action potential firing since each spike 
increases the intracellular free calcium 
concentration.
Photobleaching
Process wherein fluorescent molecules 
lose their ability to fluoresce after being 
exposed to excitation light, due to 
chemical changes induced in those 
molecules by the excitation light itself.
Two-photon imaging
High resolution imaging technique 
wherein rather than a single photon 
exciting molecules to fluoresce, the 
energies of two long-wavelength 
low-energy photons are combined. 
Spatial resolution improved by this 
non-linear excitation since fluorescence 
only occurs at the regions of very 
highest photon concentration thereby, 
for most practical applications, 
restricting that excitation to within 
1 micron of the focal point. In addition, 
near-infrared light is typically used for 
two-photon excitation, thus allowing 
for deeper tissue penetration and 
imaging of thick biological specimens 
(including in vivo imaging) due to 
reduced unspecific scattering and 
absorption at longer wavelengths.
Fluorescence
Emission of photons by molecules after 
those molecules absorb and are 
therefore “excited” by photons. This 
process occurs via excitation of an 
orbital electron of the molecule to a 
higher quantum state (upon absorption 
of excitation photon). With subsequent 
relaxation of that same electron back to 
its ground state, a low energy photon 
is emitted.
Galvanometer mirrors
Small mirrors mounted on electrical 
devices which rotate based on the 
current passing through them 
(galvanometers) – used in these 
applications to direct a laser beam. 
Mirrors are mounted in very close 
proximity and orthogonally and by 
rotating independently these mirrors 
fully control the two dimensional angle 
of the outgoing laser beam.Watson et al.  Multibeam two-photon microscopy
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Pulsed lasers
Many lasers produce pulses or groups 
of photons in bursts at some frequency 
rather than a continuous stream of 
light. Included in this group are the 
“ultrafast” lasers (usually based on 
titanium–sapphire) used in two-photon 
microscopy; these typically produce 
pulses of approximately 140 fs duration 
and at 80 MHz repetition rate. Ultrafast 
pulsed lasers effectively “pack” the 
energy of continuous radiation into 
very short pulses, thus producing 
extremely high instantaneous intensity 
of light necessary for efficient 
non-linear excitation.
Diffraction
Change in direction of propagation of 
waves such as light (electromagnetic 
wave) upon encountering an 
inhomogeneity in its propagation 
medium. By selectively diffracting 
different cross-sectional regions of an 
incoming beam wavefront, those waves 
will “interfere” or superimpose with 
each other such that they either cancel 
each other or reinforce each other to 
create a desired 2D output pattern.
A  particularly  interesting  though  not  yet 
  practical approach takes this notion to its full-
est conceptual extent (Oron et al., 2005). In this 
method, the laser simultaneously illuminates the 
entire field of view continuously. In a sense this is 
like “bathing” the sample in epifluorescent exci-
tation but relies on two-photon excitation and 
on focusing the excitation pulse in time, there-
fore providing excellent Z-resolution. As might 
be imagined, the limitation of this method is 
average laser power – despite the high power of 
currently available lasers, this method demands 
so many photons per unit time that fluorescence 
intensities are very low and imaging is necessarily 
slow to allow sufficient integration. However in 
the future, with more powerful lasers this may be 
a promising approach.
diffractivE optical ElEmEnts and spatial 
light modulators
Our initial approach used diffractive optical ele-
ments (DOEs) to spatially multiplex beamlets to 
improve imaging. Each of these beamlets has the 
same power as the single beam in a traditional 
optimized system. There exists a well-made and 
highly functional commercial variation on this 
technology  (Nielsen  et  al.,  2001)  which  uses 
multiple beam splitters rather than a DOE to 
create beamlets. This technology has been used 
to produce useful scientific observations (Kurtz 
et al., 2006) however it is over 100-fold more 
expensive than the method we describe (Watson 
et al., 2009) and does not clearly outperform 
our design.
A DOE is an optical device – essentially a dif-
fractive grating that allows splitting of a single 
beam from a coherent source (laser) into multi-
ple beamlets using the effects of diffraction. In 
practice the DOE is usually a piece of transpar-
ent medium (glass, plastic, fused silica, etc.) with 
embossed pattern on its surface. A single laser 
beam is directed to the thin element and small 
variations in thickness of at different points in 
the element perturb the phase of electromagnetic 
waves to allow interference to create a specific final 
output pattern of beamlets, for instance a linear 
array as in Figure 1 (O’Shea, 2004).
Besides DOEs, which have an imprinted fixed 
pattern in them, we have used spatial light modu-
lators (SLMs) (Nikolenko et al., 2008). SLMs are 
essentially DOEs made not of an etched medium, 
but instead a dynamic medium which can be 
controlled by a computer to create arbitrary dif-
fraction patterns. This allows for a great deal of 
flexibility and customizability and we view it as 
particularly powerful for neuro-scientific experi-
ments (Figures 1A vs 1B).
Another fast scanning method utilizes acousto-
optical devices which control the beam path not 
with mirrors but with crystals whose refractive 
properties  are  very  quickly  altered  by  varying 
sound waves passing through them (Goldstein 
et al., 1990). These devices allow for flexible fast 
scanning and can be optimized to produce very 
useful results (Otsu et al., 2008), but have the limi-
tation that only a narrow range of angles can be 
scanned without degradation of image quality.
random accEss scanning
A different strategy is to only scan the points of 
interest rather than all of the pixels in a frame 
(Nikolenko et al., 2007). In this method the gal-
vanometer mirror is commanded to jump from 
one point of interest (i.e., cell body) to another in 
series until all points of interest are sampled and 
then repeat the sampling cycle – each cycle repre-
senting a “frame”. With relatively small numbers of 
points of interest this can allow for very fast scans, 
though the method slows down significantly with 
larger numbers of points. This method has been 
optimized in recent work wherein the momen-
tum of the scan mirrors was taken into account 
such that scanning either occurs with maximal 
optimized acceleration and deceleration between 
points (Lillis et al., 2008) or as a single smooth 
movement  at  constant  speed  passing  through 
all of the necessary points of interest without 
stopping (Gobel and Helmchen, 2007), thereby 
improving the efficiency of the method yet more. 
These authors later expanded this method into 
the third dimension using a Z-scanning objective 
adaptor (Gobel et al., 2007).
two-photon microscopy – multibEam 
mEthods
A fundamentally different approach is described 
below: multibeam scanning. While some applica-
tions, such as deep tissue imaging require use of 
large amounts of power to compensate for scat-
tering, many other applications use as little as 
1/20th of the available laser power in order to keep 
single beam power below threshold for satura-
tion and photodamage. To more efficiently utilize 
the available laser power in such circumstances 
we developed a multibeam approach in which 
the source laser is split into multiple beamlets 
using a diffractive element (Watson et al., 2009). 
These many beamlets are then simultaneously 
directed to different parts of the tissue (Sacconi 
et al., 2003, Watson et al., 2009). This allows use 
of the full power of the laser to either speed up 
imaging (similar to multibeam confocal imag-
ing described above) or to increase sampling per 
frame and therefore signal-to-noise ratio.Watson et al.  Multibeam two-photon microscopy
Frontiers in Neuroscience  www.frontiersin.org  September 2010  | Volume 4  | Article 29  |  4
lets, this has the effect of   exposing each point in 
the scanned field to n-fold as much excitation 
per image frame, without exposing those points 
to n-fold as much excitation light at once. This 
therefore avoids non-linear photodamage effects. 
Thus, the signal each point in the created image 
is a more reliable indicator of the true brightness 
of the underlying sample. Given that we use a 
photomultiplier tube as a detector the brightness 
of each pixel in the resultant image is actually 
the total brightness produced at an instant in 
time, which is in this case the result of emission 
from multiple points in the sample excited by 
the DOE. The improvement in signal-to-noise 
ratio is therefore achieved with the tradeoff of 
a  decrease  lateral  spatial  resolution:  blurring 
occurs in accordance with the spatial spread of 
the beamlets swept. This can be mitigated by 
choosing a DOE or a modifying telescope after 
the DOE such that the beamlets are spread over 
a smaller spatial range. For our application of 
imaging neuronal cell bodies, the beamlets are 
easily spaced to a distance less than 1 cell body 
diameter (in our case 7.5 μm with 20× objective 
though this will change with different objectives) 
and the loss of spatial resolution is minimal com-
pared with the increase in signal-to-noise ratio 
from the cell as a whole. This trade-off may be 
more limiting in situations where more scattering 
is present either due to insufficient power of exci-
tation or decreased resolution of signal sources. 
Signal boost mode has been demonstrated to be 
effective in improving signal-to-noise ratios dur-
ing frame scans (Watson et al., 2009), line scans 
(Watson et al., 2009) and random access scans 
(Nikolenko et al., 2007). This simple approach 
requires minimal modification of the imaging 
apparatus. It is also very flexible and capable of 
acting synergistically with almost any imaging 
approach or modification.
spEEd boost
A second use of the DOE is one we have called 
“speed boost” (Watson et al., 2009). This is a 
method for making full frame scans by using 
beamlets spread equidistantly over the entire 
frame. These beamlets each scan a fraction or 
stripe of the field of interest, and by doing so 
simultaneously will quickly cover the full field. n 
equally spaced beamlets can thereby scan a field 
in roughly 1/n the time needed to scan with a 
single beam. This method requires only small 
modification of existing scanning setups: (1) 
setting up the DOE and (2) setting up an imag-
ing device which spatially resolves light coming 
from many sources at once such as a camera or 
multi-anode  PMT  (without  modification  of 
We utilize beam multiplexing approaches in 
three different ways: (1) Signal boost: increas-
ing  signal  by  oversampling,  (2)  Speed  boost: 
increasing speed with parallel scanning, and (3) 
to create scanless dynamic SLM-based system; 
all of which will be described in detail in the 
following sections.
signal boost
In the first method, we use a diffractive opti-
cal element (DOE) combined with a standard 
galvanometer  mirror  scanners  to  essentially 
oversample the field of view to improve signal 
reliability. In the case of a DOE creating n beam-
DOE (Static diffraction grating) A












Figure 1 | Multibeam two-photon excitation with diffractive optical elements (DOe) or 
spatial light modulators (SLM). Both the DOE and the SLM use diffraction to create an output 
pattern of multiple beamlets of light from a single input beam. (A) DOE is a static diffraction grating 
which creates a single particular output pattern, in this case a linear array of evenly spaced 
beamlets. These beamlets can be used to increase speed and/or increase sampling of imaging 
given that they allow for simultaneous exposure of multiple full power excitation points either in 
parallel or in series over portions of the field. (B) The SLM is dynamically controllable via computer 
and can create arbitrary patterns of output light to fit the spatial aspects of particular imaging fields 
(i.e., targeting particular neurites or cells). Furthermore, the SLM can have a new diffraction grating 
pattern thereby creating a new output pattern of beamlets every 16.7 ms (or even faster depending 
on type of the used SLM). SLMs allow scanless microscopy for both imaging as well as 
photostimulation experiments all at multiple spatial points simultaneously.Watson et al.  Multibeam two-photon microscopy
Frontiers in Neuroscience  www.frontiersin.org  September 2010  | Volume 4  | Article 29  |  5
in Figure 2. While this strategy is inexpensive 
and easily combined with other techniques it 
is reliant on large amounts of laser power and 
is only useful in situations where extra power 
is available.
scanning software). Using this method we were 
able to create high quality images at video rate 
with good signal-to-noise ratios. We were able 
to very effectively detect action potential-related 
calcium fluxes in neurons at high speed as shown 
Scanning (time): Full height of field













Scanning (time): Fraction of field
DOE imaging multiple beamlets:
















Figure 2 | Diffractive optical element (DOe)-based high-speed imaging. Adapted from Watson et al. (2009). (Ai) 
schematic of traditional single beam imaging requiring that a single beam scan of all lines to be imaged necessitating a 
relatively long scan time per frame. (Bi) Multiple beamlets created by the DOE (each as powerful as the single beamlet 
used for single beam imaging) simultaneously sweep the field with each beamlet covering a small portion of the territory 
to quickly excite the entire field of view. (Aii) Image created by scanning across a population of calcium indicator-loaded 
cells (Fura 2-AM) using single beam scanning and photomultiplier tube detection. Scanning at this resolution and mirror 
sweep speed was 1 Hz at the fastest. (Bii) DOE 10 Hz scanning of same field of with 11 beamlets and with light gathering 
using a CCD camera at the same mirror sweep speed. (Aiii) Calcium indicator fluorescence recorded with single beam 
imaging from a patch clamped neuron indicated by arrow in (Aii). Above: calcium indicator fluorescence versus time of 
the patch clamped neuron. Below: electrophysiological tracing recorded simultaneously from the same cell as was being 
imaged, demonstrating periods of induced action potential generation. The first three action potential bursts have two 
action potentials per burst and are undetectable in the calcium indicator brightness trace, the later bursts have three 
action potentials each give somewhat clearer signals in the calcium indicator tracing. (Biii) Imaging of calcium transients 
at 10 Hz using DOE imaging. Bursts of either two or three action potentials are easily detectible in this higher speed 
scheme, likely due increased sampling rate. All imaging at 800-nm light with detection at 510 nm.Watson et al.  Multibeam two-photon microscopy
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multiple targets, but also allow for   simultaneous 
  photomanipulation of targets in a customizable 
and  temporally  dynamic  manner.  The  core  of 
this method is the SLM itself which acts as a pro-
grammable DOE to construct a custom light or 
beamlet pattern (Figures 3A,B), and can in fact 
dynamically change that pattern over time (at 
60 Hz in our case). SLMs can create any pattern 
of light within the output resolution of the SLM 
itself (256 × 256 in our case) since they are made 
of dynamic controllable materials such as liquid 
crystal which allow the diffractive properties of 
each “pixel” of the SLM to be modified by electri-
cal signals from a computer. It is important that as 
opposed to micromirror technology (Wang et al., 
2007) in which patterns can be created by blocking 
out light at individual pixels to varying degrees (a 
purely subtractive process), the phase-only SLM 
(and DOE) preserves incident light by creating 
both destructive and constructive interference. For 
example, a beamlet pattern on a 256 × 256 output 
image in which only three pixels are allowed to 
be bright (i.e., three beamlets) keeps 50% of the 
input power in the output pattern, versus <1% 
with  micromirror  devices.  An  SLM  approach 
was  developed  for  one-photon  microscopy  by 
(Lutz et al., 2008), in parallel to the two-photon 
approach we developed (Nikolenko et al., 2008).
Imaging-based  uses  of  the  SLM  include 
simultaneous time lapse imaging of a fixed set 
of  multiple  targets.  This  is  accomplished  by 
delivering excitation light to all targets contin-
uously while monitoring emission at all those 
sites at once using a camera. The number of 
excitation points which may be specified and 
still receive sufficient excitation power to give 
good signals is currently limited by the amount 
of power produced by modern lasers (roughly 
20 neurons in brain slice experiments). Liquid 
crystal SLMs can update their output pattern 
every 16.7 ms (or more often, depending on 
the model of SLM) for faster than video rate 
updating of projected patterns. This temporal 
flexibility means the SLM may also be useful as 
a multiplexed random access scanner. In this 
mode it would update to a new set of multi-
ple targets (rather than a single target) every 
16.7 ms, thus allowing allow for random access 
scanning across large numbers of targets. This 
may be of particular interest in neuronal inte-
gration or circuit integration studies.
Perhaps the most unique application of the 
SLM, however, is for induction of photochemi-
cal  effects  such  as  uncaging  of  neuro-active 
compounds at multiple points simultaneously 
(Figures 3C,D). Caged neurotransmitters such 
as glutamate (Matsuzaki et al., 2001; Fino et al., 
spatial light modulator-basEd 
scanlEss two-photon microscopy
We and others have developed another multi-
beam approach which uses SLMs in one-  photon 
(Lutz  et  al.,  2008)  and  two-photon  regimes 
(Nikolenko et al., 2008). SLMs not only allow for 
























Figure 3 | Spatial light modulator (SLM) two-photon imaging and photostimulation. (Ai) 
Arbitrary pattern of desired output from SLM in the shape of letters “HHMI” . (Aii) Pattern by SLM 
from a single circular input beam, projected through 60× 0.9NA objective into agar block filled with 
Alexa 488 fluorescent dye. (Bi) Similar to (Ai), however more complex desired output pattern of 
output from SLM in the shape of a patch clamped neuron. This image was thresholded and binarized 
to create a final output template. (Bii) SLM-created pattern projected into Alexa 488-filled agar block 
under 40× 0.8NA objective. (Ci) Basal dendrite from a layer 5 pyramidal neuron in an acute slice of 
mouse neocortex. The neuron is loaded with Alexa-488 and the slice bathed in MNI-glutamate. The 
SLM was used to create a diffraction pattern placing beamlets adjacent to individual spines of the 
dendrite (red dots). Pulses of excitation light delivered simultaneously at these points using the SLM 
triggered uncaging of MNI-glutmate. (Cii) Whole cell patch clamp recording at cellular soma of 
integrated potentials created by simultaneous uncaging at the spots indicated. Each horizontal trace 
represents a repetition of the stimulation and reveals the uncaging potentials recorded at the soma. 
(Di) Similar to (C), however now in a new neuron with uncaging targeted to locations near a dendritic 
shaft rather than near spines. (Dii) Patch clamp recordings of multiple trials of multi-point 
simultaneous uncaging revealing the uncaging potentials recorded at the soma. See Nikolenko et al. 
(2008) for more detailed description of the methods used for these recordings.Watson et al.  Multibeam two-photon microscopy
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